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Permits installation of a Level TROLL® Instrument into 
a sealed well where the seal is made around the cable. 
Allows easy installation on a ¾ in. NPT application. 
Includes a black dome compression fitting that makes a 
water- and air-tight seal around the cable.

  Standard Method            Optional Method

Components

Components are factory-installed on the 
RuggedCable® System.

A. Black two-piece dome connector with 1/2 in. 
male threads (NPTM)

B. White PVC adapter that accepts connector A 
(interior threads are 1/2 in. female, NPTF) and 
connects with ¾ in. NPT threads

Installation

1. Loosen halves of connector A and slide to desired 
position on cable.

2. Tighten the compression fitting firmly around the 
cable and fasten to PVC adapter B for installation 
into ¾ in. NPT fitting.

Additional adapter(s) may be added for installation into 
1 in. or other size NPT fitting.

Tip: Cable may be ordered with the sealing fittings   
above the service grip (Standard Method) or below 
the service grip (Optional Method) depending on 
the well configuration.

Artesian Well Cable Option (Sealed Well Application)
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